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Biological and Biomechanical Evaluation of the Ligament
Advanced Reinforcement System (LARS AC) in a Sheep Model
of Anterior Cruciate Ligament Replacement: A 3-Month
and 12-Month Study
Véronique Viateau, D.M.V., Ph.D., Mathieu Manassero, D.M.V., M.Sc.,
Fani Anagnostou, D.M., Ph.D., Sandra Guérard, Ph.D., David Mitton, Ph.D., and
Véronique Migonney, Ph.D.
Purpose: The purposes of this study were to assess tissue ingrowth within the Ligament Advanced Reinforcement System
(LARS) artiﬁcial ligament (LARS AC; LARS, Arc sur Tille, France) and to study the biomechanical characteristics of the
reconstructed knees in a sheep model of anterior cruciate ligament (ACL) replacement. Methods: Twenty-ﬁve female
sheep underwent excision of the proximal third of the left ACL and intra-articular joint stabilization with a 44-strand
polyethylene terephthalate ligament (mean ultimate tensile failure load, 2,500 N). Animals were killed either 3 or
12 months after surgery. Explanted knees were processed for histology (n ¼ 10) or mechanical tests including tests of
laxity and loading to failure in tension (n ¼ 15). Results: Well-vascularized tissue ingrowth within the artiﬁcial ligament
was only observed in the portions of the ligament in contact with the host’s tissues (native ligament and bone tunnels).
Ligament wear was observed in 40% of explanted knees. The ultimate tensile failure loads of the operated knees at both
time points were inferior to those of the contralateral, intact knees (144 69 N at 3 months and 260  126 N at 12 months
versus 1,241  270 N and 1,218  189 N, respectively) (P < .01). In specimens with intact artiﬁcial ligaments, failure
occurred by slippage from the bone tunnels in all specimens explanted 3 months postoperatively and in half of the
specimens explanted 12 months postoperatively. Conclusions: This study provides evidence that the LARS AC has
a satisfactory biointegration but that it is not suitable for ACL replacement if uniform tissue ingrowth is contemplated.
Despite good clinical performance up to 1 year after implantation, none of the reconstructions approached the mechanical
performance of the normal ACL in the ovine model. Partial tearing of the artiﬁcial ligament, which led to a signiﬁcant
decrease in ultimate tensile strength, was observed in 40% of cases in the ovine model. Clinical Relevance: The LARS is
not a suitable scaffold for ACL replacement. Further animal studies are needed to evaluate its potential for augmentation
of ligament repair.
Surgical techniques based on autologous tissue graftsare the gold standard for the reconstruction of ante-
rior cruciate ligament (ACL) ruptures.However, thereare
circumstances in which these techniques have limita-
tions: (1) when early rehabilitation is imperative, (2) in
the presence of multiple ligament injuries, and (3) in
revision surgeries in which the availability of autologous
tissue for reconstruction is limited. In these challenging
situations, the use of an artiﬁcial ligament is an appealing
alternative strategy because it could avoid all the draw-
backs and problems arising from the use of autografts and
allografts, such as reduced mechanical properties during
tissue remodeling, graft harvest morbidity, and the
possibility of pathogen transmission.
The use of nondegradable artiﬁcial ligaments has not
been popular in the past because the devices introduced
30 years ago resulted in unacceptable high failure rates.1,2
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Whereas ACL reconstructionwith these devices has given
excellent short-term results, long-term efﬁcacy results
have indeed been poor; ruptures of the prostheses were
reported in up to 28% of cases, and a high incidence of
clinical synovitis was observed.1,2 Analysis of retrieved
devices has provided evidence that the abrasion of textile
ﬁbers (as a result of yarn-on-yarn and/or yarn-on-bone
contact) was the primary cause of artiﬁcial ligament
failure.3 Moreover, tissue ingrowth inside explanted
devices was poorly organized, incomplete, and unpre-
dictable, resulting in the separation of polyester ﬁbers and
major structural changes.4
Improvements in manufacturing of biomaterials have
made available a new generation of artiﬁcial ligaments
that exhibit better biocompatibility (obtained by
removal of potential machining residues and oils that
could elicit synovitis) and better design (which increases
resistance to torsional fatigue and to wear and tear). The
Ligament Advanced Reinforcement System for ACL
repair (LARS AC; LARS, Arc sur Tille, France) has been
used for ACL reconstruction in humans since 1992.5 The
main innovation of this polyethylene terephthalate
(PET) ligament lies in its ability to mimic the natural
ligamentous structure and reduce shearing forces by
orientating the multiple parallel ﬁbers of the intra-
articular portion of the ligament either clockwise for use
in a right knee or counterclockwise for use in a left
knee.6 Several clinical prospective trials have reported
successful functional outcomes after treatment of
ruptured ACLs and Achilles tendons with the device,
with no adverse inﬂammatory reactions.7-10
Although these preliminary clinical investigations
have given encouraging results, the patterns of tissue
ingrowth within both the intra-articular and intra-
osseous portions of a nondegradable ligament are
unknown but are important issues to address because
they may impact long-term functional results.11 Despite
good short-term results, there is concern that late
failure may occur based on the results of other PET
grafts.11 With the exception of one case report in which
a biopsy of the implanted ligament was performed in
a 42-year-old patient (who needed surgical revision for
another orthopaedic condition) and of 2 case reports in
which a disabling synovitis prompted the removal of
the ligament, tissue ingrowth within the LARS AC
artiﬁcial ligament has not been evaluated yet.12-14
The purpose of this study was to assess the nature and
pattern of tissue ingrowth within LARS AC ligaments
implanted ina sheepmodelofACLreplacement, aswell as
the biomechanical behavior of the reconstructed knees at
3 and12months postoperatively.Ourhypothesiswas that
short-term implantation of the LARS AC ligament would
result in uniform tissue ingrowth within the ligament,
resulting in mechanical characteristics of reconstructed
knees similar to those of unoperated, contralateral knees
at 12 months postoperatively.
Methods
Artiﬁcial Ligaments
The LARS AC ligament implanted in this study consists
of 44 strands of PET ﬁber. The 2 segments that are to be
positioned in the bone tunnels are composed of longi-
tudinal ﬁbers (25-mm-diameter circular PET ﬁbers)
bound together by a transverse PET knitted structure
(25-mm-diameter polygonal PET ﬁbers); the intra-
articular segment is composed of parallel, 25-mm-
diameter circular longitudinal ﬁbers twisted at 90. The
mean value of its ultimate tensile failure load is 2,500 N.
Animals
Twenty-ﬁve 2-year-old, female pré-Alpes sheep (each
weighing approximately 60 kg on average) free of
degenerative joint disease (as evidenced by preopera-
tive radiographs) were obtained from a licensed vendor
and raised according to guidelines published for the
care and use of laboratory animals.
Surgical Procedure
Sheep were administered a prophylactic intramus-
cular dose (500,000 IU) of penicillin before surgery.
Anesthesia was induced by intravenous administration
of thiopental (12 mg/kg) and maintained through
inhalation of a mixture of oxygen and isoﬂurane. Each
sheep was then positioned in right lateral recumbency,
and its left hind limb was prepared for aseptic surgery
and draped by sterile procedures.
A lateral arthrotomy was performed, and the patella
was retracted medially. The ACL was cut close to its
femoral attachment; its proximal third was resected with
a No. 11 Swann Morton blade (Swann-Morton Limited,
Shefﬁeld, UK), leaving its distal two-thirds intact. The
knee was stabilized with a 44-strand LARS ligament
(LARS AC44; ultimate tensile failure load, 2,500 N). In
brief, the artiﬁcial ligament was placed intra-articularly
through two 5-mm-wide femoral and tibial bone tunnels
drilled from inside out at the site of the femoral insertion
and immediately behind the tibial insertion of the ACL.
The ligament was inserted so that its knitted portions
remained in the bone tunnels and the parallel longitu-
dinal ﬁbers lay intra-articularly. Before ﬁxation of the
ligaments with two 6-mm titanium interference screws,
implanted outside-in, the knees were ranged to ensure
isometry of the ligaments. Once the screwswere secured,
the drawer sign was checked and the free ligament
extremities were cut ﬂush with the surface of the bone
with a Bard-Parker blade. The cruciate ligament stump
was not ﬁxed or tensioned with sutures. The joint was
copiously lavaged with sterile distilled water plus 0.9%
sodium chloride before closure of the capsule with 3-
decimal polyglactin 910 (Vicryl; Johnson & Johnson
Medical Ltd, Livingston, West Lothian, UK) interrupted
sutures. Fascia and skin were closed with a 3-decimal
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polyglactin 910 (Vicryl) continuous suture pattern and
2-decimal polyamide (Ethilon; Ethicon) interrupted
suture pattern, respectively.
Postoperative Care and Examinations
Postoperative analgesia was provided to all sheep
through intravenous injections of meloxicam (0.5
mg/kg) 30 minutes before, at the end of, and 72 hours
after the surgical procedure. Standard craniocaudal and
mediolateral oblique radiographs were taken at the end
of the surgical procedure; the positions of the interfer-
ence screws were noted. A light protective dressing was
applied on the surgical wound and changed as needed
until removal of the skin sutures 14 days after surgery.
The animals were left free to ambulate without
restriction for the whole duration of the study. Ortho-
paedic examinations were performed at monthly
intervals until the animals were killed. The animals
were then sedated, and both knees were evaluated for
the presence of a positive anterior drawer sign. Synovial
ﬂuid samples were subsequently collected under aseptic
conditions for cytology evaluation and glucose and
protein dosages. The animals were euthanized either 3
months (n ¼ 12) or 12 months (n ¼ 13) postoperatively
with a barbiturate overdose.
Explanted Specimen Analysis
Immediately after euthanasia, the knee joints were
examined for evidence of anterior drawer instability
and subsequently excised. Both operated and unoper-
ated hind limbs were explanted. Knees were processed
for either (1) histology, to assessdunder standard and
polarized light microscopydtissue ingrowth, cellularity,
and the presence of wear debris in the intra-articular
and intraosseous portions of the artiﬁcial ligament (5
operated specimens explanted at each time point); or
(2) mechanical tests including kinematic analysis and
loading to failure in tension (7 operated and 7 unop-
erated contralateral knees and 8 operated and 8
unoperated contralateral knees explanted at 3 and 12
months postoperatively, respectively). The macroscopic
aspect of the internal joint components (articular
capsule, artiﬁcial ligament,menisci and cartilage surfaces
of femoral condyles, and patella) were recorded either
before being processed for histology or after kinematic
analysis, before load-to-failure tests.
Histologic Analysis
Specimens underwent radiography (Faxitron LX-60;
Faxitron Bioptics, Tucson, AZ) and were ﬁxed in 10%
neutral buffered formalin for 2 weeks. Intra-articular
portions of explanted artiﬁcial ligaments, as well as the
proximal part of the tibial bone (including the tibial bone
tunnel), were excised and embedded in methyl meth-
acrylate. Embedded specimens were subsequently cut in
a transverse fashion (either perpendicular to the long
axis of the artiﬁcial ligament for the intra-articular
portions of the ligament or to the interference screw, as
previously determined on the radiographs for the
intraosseous portion) with a circular water-cooled dia-
mond saw (Leitz 1600; Leica, Nussloch, Germany). Four
sections were selected for analysis: one section located in
the tibia, near the tibial plateau (for the intraosseous
portion of the ligament), and 3 sections located at the
distal, middle, and upper third of the intra-articular
portion of the ligament. These sections were ground
down to a thickness of 0.1 mm, polished, and surface
stained with Stevenel blue and van Gieson picrofuchsin,
using standard procedures. Tissue ingrowth within the
intra-articular portion of the artiﬁcial ligament, as well
as the bone-ligament interface, was determined for each
sheep specimen from these histologic sections.
Mechanical Tests
The excised joints (including the synovial capsule, the
distal part of the femur, the proximal part of the tibia,
the patella, and a portion of the quadricipital tendon)
were kept frozen at 20C and were thawed at room
temperature for 24 hours before biomechanical exper-
iments. All tests were performed at room temperature;
dehydration of the specimens was prevented by
spraying 0.9% saline solution during testing. The
biomechanical experiments included an anterior
drawer test (to assess joint laxity) and a failure test (to
assess the bone anchorage of the artiﬁcial ligament).
Anterior Drawer Experiments. Knee harvesting was
performed, leaving the joint capsule, the collateral
ligaments, and the distal fourth of the quadriceps
muscles, patella, and tibiopatellar tendon intact.
Contralateral, unoperated joints were also prepared and
tested and served as controls. Markers (tripods) were
positioned on the femur, tibia, and patella. Tests were
performed with the specimens mounted on a custom-
made device similar to a KT-1000 arthrometer (MED-
metric, San Diego, CA), with the joint in 40 of ﬂexion
and neutral rotation. Six cycles of loading were applied
to reach a tensile force of 100 N on the proximal third of
the tibia, perpendicular to the tibial shaft in the anterior
direction. The magnitude of anterior drawer was
recorded with an optoelectronic measurement system
(Polaris; NDI, Waterloo, Ontario, Canada).
Load-to-Failure Experiments. The joint capsule, collat-
eral and posterior cruciate ligaments, and extensor
mechanism were excised, and the free ends of the tibia
and femur (cut 10 cm proximal and distal to the joint
line) were embedded in steel cylinders by use of a low
temperatureemelt alloy (MCP70). These specimens
were subsequently mounted on the testing machine
(Instron 5566; Instron, High Wycombe, England) with
a 5-kN load cell and tested at room temperature. The
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ﬂexion angle of the joint was set to align the axis of the
applied load with the ACL direction and both interfer-
ence screws. A preload of 50 N was applied, followed by
preconditioning (10 cycles between 5 and 50 N), a 120-
second relaxation at 100 N, and a pullout test (at
a displacement rate of 5 mm/min). Maximum load to
failure was calculated from the load-displacement
curve, and failure modes were video-recorded for each
tested specimen.
Data Analysis
Statistical analyses were performed using XLSTAT
software (Addinsoft, Paris, France) to evaluate the
effect of implantation time on biomechanical proper-
ties. Numerical data were expressed as mean  stan-
dard deviation. They were analyzed by use of
nonparametric Mann-Whitney tests. The signiﬁcance
level was set at P  .05.
Results
Clinical Results
Permanent weight bearing was observed in all sheep
at all strides within 15 to 21 days after surgery until the
time of animal death at 3 and 12 months post-
operatively. The knees were stable when evaluated for
the anterior drawer sign in awake animals at all time
points. However, an anterior drawer sign was present
in all anesthetized animals as soon as 1 month post-
operatively and was observed at the time of death.
Synovial Fluid Analysis
Cellularity and protein contents of collected synovial
ﬂuid increased during the ﬁrst 2 postoperative months
and subsequently decreased to remain slightly above
the normal physiological levels 3 months post-
operatively (Fig 1). Values obtained 12 months post-
operatively did not differ from those obtained at 3
months.
Necropsy Findings
Gross examination of explanted joints showed that all
artiﬁcial ligaments were covered by a connective tissue
layer; native ligament ﬁbers could not be distinguished
from the ﬁbers of the artiﬁcial ligaments. The artiﬁcial
ligaments were found intact in 13 of 25 explanted knees.
Wear, resulting in a partially ruptured artiﬁcial ligament,
was observed in 10 explanted knees. In all cases artiﬁcial
ligament tears occurred at the level of the intra-articular
portion of the ligament, and in all cases they were
conﬁned to the lateral aspect of the ligament, either at the
level of themedial aspect of the lateral femoral condyle or
just above the tibial tunnel opening. The incidence of
wear was similar between specimens explanted 3
months postoperatively and specimens explanted 12
months postoperatively (5 of 12 specimens and 5 of 13
specimens, respectively). In 2 specimens slippage from
either the femoral or the tibial tunnel led to an unten-
sioned intra-articular portion of the artiﬁcial ligament.
Radiographic Findings
Radiographic examination of explanted specimens at
both time points did not show any anomaly.
Histology
Fibrous tissue ingrowthwas observed between fascicles
and individual PET ﬁbers in the intra-articular portion of
explanted artiﬁcial ligaments at the 2 explantation time
points (Figs 2 and 3). Variations were observed within
different sections of the same ligament: dense, well-
vascularized ﬁbrous tissue ingrowth was seen within
ﬁbers and fascicles located in the close vicinity of the
native ligament stump (i.e., the distal third of the artiﬁcial
ligament) (Figs 2 and3Aand3B),whereas in theportions
located in its central andupper thirds, tissue ingrowthwas
limited to a scarce, loose, and paucicellular ﬁbrous tissue
(Fig 3B). Remnants of the native ACLwere observed in 6
Fig 1. Cellularity (A) and protein contents (B) in synovial
ﬂuids collected at monthly intervals during 3 postoperative
months. Physiological values for synovial ﬂuid in sheep are as
follows: cellularity, 180 cell/mL; protein, 2.3 to 3.0 g/dL.
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of 10 specimens and at both explantation time points. In
the specimens explanted 12 months postoperatively,
native andartiﬁcial ligamentﬁberswere closely linked.At
this time point, ﬁbrocartilaginous tissue was observed
within the PET ﬁbers located at the level of the tibial
plateau (Fig 3C).
Connective ﬁbrous tissue ingrowth occurred between
the fascicles and PET ﬁbers in the intraosseous portion
of all explanted artiﬁcial ligaments (Fig 4A, 4B, 4C, and
4D). This ﬁbrovascular tissue layer localized at the
boneeartiﬁcial ligament interface was more dense in
specimens explanted 12 months after implantation
compared with that observed at 3 months after im-
plantation. Organized, perpendicular Sharpey-like col-
lagen ﬁbers were observed between the artiﬁcial
ligament and the surrounding bone (Fig 4B and 4D
[inset]). Direct device-to-bone contact was observed in
some specimens (3 of 5 specimens and 2 of 5 specimens
explanted at 3 and 12 months, respectively) (Fig 4E).
Local foreign-body reaction with numerous giant cells
was observed around ﬁbers in the intraosseous part of
the artiﬁcial ligament at both time points of explanta-
tion (Figs 4C and 4F). This reaction was more pro-
nounced than that observed around the circular PET
ﬁbers of the unknitted portion of the ligament. In
contrast, few giant cells were observed at the level of
the intra-articular portion of the artiﬁcial ligament.
Wear particles associated with giants cells were few
and inconsistently observed (Fig 5). They were seen in
3 of 5 specimens (2 with an intact ligament and one
with partial rupture of the device) explanted 3 months
postoperatively and in 2 of 5 specimens (one with
a partially ruptured ligament and one with an intact
ligament) explanted 12 months postoperatively.
Fig 3. Light photomicrographs of repre-
sentative transversal sections of intra-
articular portion of artiﬁcial ligament
explanted 12 months postoperatively
(Stevenel blue stain for cell nuclei visual-
ization). (A) Fibrous tissue ingrowth
occurred in continuity with the native
ACL (asterisk). (B) Tissue within the
fascicles was rich in cells, blood vessels
(black arrows), and ﬁbers (white arrows).
A loose, paucicellular tissue and occa-
sionally an amorphous protein were
observed between PET circular ﬁbers in
the central core of the fascicles (yellow
asterisk). (C)PETﬁberswere inareas close
to the tibial plateau embedded in ﬁbro-
cartilage tissue (arrow).
Fig 2. Light photomicrographs of repre-
sentative transversal sections of intra-
articular portion of artiﬁcial ligament
explanted 3 months postoperatively
(Stevenel blue stain for visualization
of cell nuclei). Fibrous tissue ingrowth
between fascicles and circular PET ﬁbers
was associated with modiﬁcations of the
original architecture of the fascicles and
individual PET ﬁbers within the fascicles.
The inset in A is shown under polarized
light. (A, B) Tissue was well vascularized
(arrows).
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Biomechanical Tests
Kinematic Analysis. The anterior drawer sign was
present in all explanted specimens at 3 months (2.8 
1.7 mm) and at 12 months (2  0.8 mm) after
implantation. These values differed signiﬁcantly (P <
.01) from those recorded in the contralateral, unop-
erated knees at 3 months (0.6  0.5 mm) and 12
months (0.2  0.1 mm). The anterior drawer signs
measured in explanted specimens with worn and
intact artiﬁcial ligaments were similar. The anterior
drawer signs measured in explanted knees at 3 and 12
months were similar (Fig 6A), which presents the ratio
between the implanted and the unoperated, contra-
lateral knees in terms of anterior tibial translation.
Failure Load. In specimens with intact artiﬁcial liga-
ments, failure in tension occurred by slippage of the
ligament from either the femoral or the tibial bone
Fig 4. Photomicrographs of representa-
tive transversal sections of intraosseous
portion of artiﬁcial ligament explanted 3
months (A, B, and C) and 12 months (D,
E, and F) postoperatively (Stevenel blue
stain for visualization of cell nuclei and
vanGiesonpicrofuchsin stain for staining
bone tissue). Insert in A andD are shown
under polarized light. (A, D) Fibrous
tissue ingrowth occurred around the
artiﬁcial ligament, as well as between
its fascicles and individual ﬁbers. (C)
Sharpey-like collagen ﬁbers (white
arrow) were observed at the ACL-bone
interface. (A, E) PET ﬁbers were in direct
contact with the surrounding bone in
some areas. (C, F) Giants cells (black
arrow)were in contact with both circular
and polygonal PET ﬁbers at both ex-
plantation time points.
Fig 5. Photomicrographs of represen-
tative transversal sections of intra-
articular portion of artiﬁcial ligament
explanted 3 months postoperatively
(Stevenel blue stain for visualization of
cell nuclei). Wear particles (A, shown
under polarized light) were associated
with giant cells (B) (asterisks).
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tunnels in all specimens explanted 3 months post-
operatively and in half of the specimens explanted 12
months postoperatively. In specimens with worn arti-
ﬁcial ligaments, failure always occurred by intra-
articular rupture at the level at which partial rupture
was initially documented, at both explantation time
points.
The failure loads in tension of knees explanted 3 and
12 months postoperatively were 144  69 N and 260 
126 N, respectively. These values were lower than those
obtained from the contralateral intact knees (1,241 
270 N and 1,218  189 N, respectively) (P < .01).
Failure loads obtained from knees at 12 months tended
to be superior to failure loads at 3 months (Fig 6B);
reference to the contralateral knees has been used for
comparison facilities between groups. The difference,
however, was not statistically signiﬁcant (P ¼ .053).
The ultimate tensile failure load differed signiﬁcantly
(P ¼ .008) between partially ruptured and intact
devices (58  28 N and 186  53 N, respectively).
Discussion
The LARS AC is a third-generation synthetic ligament,
designed to overcome the issues of failure and synovitis
that led previous generations of synthetic ligaments to
fall out of favor. Reported short-term and midterm
outcome scores are good for this ligament and compa-
rable to those for autograft techniques.15 However, the
nature and pattern of tissue ingrowth within LARS AC
ligaments and subsequent biomechanical behavior have
not yet been studied. In this study a LARS AC ligament
was used to replace the native ACL in a sheep model of
ACL rupture. We hypothesized that short-term implan-
tation of the LARS AC ligament would result in uniform
tissue ingrowth within the ligament, resulting in
mechanical characteristics of reconstructed knees similar
to those of unoperated, contralateral knees 12 months
postoperatively. Well-vascularized dense tissue
ingrowth was documented in all the portions of the
ligament lying in the close vicinity of the host tissues,
providing evidence that it has an adequate biological
behavior. However, tissue ingrowth was poor within the
intra-articular portions of the ligament not in contact
with the native cruciate ligament remnants, and none of
the reconstructions approached the mechanical perfor-
mance of the normal ACL in the ovine model. Twelve
months postoperatively, the ultimate failure load was
indeed about 25% and in no instance was higher than
40% of the load of the unoperated, contralateral knee.
Replacement of the ACL by the LARS AC artiﬁcial
ligament was well tolerated in all animals. Although
a more pronounced local foreign-body reaction was
observed around polygonal ﬁbers located in the intra-
osseous portions of the ligament, no adverse inﬂam-
matory reaction was observed at either explantation
time point. At necropsy, all intra-articular artiﬁcial
ligaments were entirely covered by a thin connective
tissue layer and the native ligament’s ﬁbers could not be
distinguished from the artiﬁcial ligament ﬁbers’
remnants. However, histologic examination provided
evidence that tissue ingrowth was heterogeneously
distributed within the PET ﬁbers. Important variations
were indeed observed between histologic sections of
the same device, suggesting that local conditions are of
upmost importance in the pattern of tissue ingrowth.
Dense, cell-rich, well-vascularized tissue (either ﬁbr-
ous or bone tissue) ingrowth was observed in all por-
tions in which the PET ﬁbers were located within close
proximity to the host’s tissues (i.e., native cruciate
ligament stump and bone lining the tunnels). Interest-
ingly, in regions close to the tibial plateau, highly
functionally specialized tissue ingrowth, similar to the
natural ﬁbrocartilaginous ligament-to-bone insertion
(which is believed to achieve effective, gradual load
transfer between ligament and bone), was observed in
specimens explanted 12 months postoperatively.16,17
All these observations show that the LARS AC ligament
allows ﬁne-tissue ingrowth, provided that it is implant-
ed adjacent to the host’s tissues. Further animal studies
are thus needed to conﬁrm that it is an appropriate
scaffold to consider for ligament repair augmentation
procedures. However, because loose, paucicellular
tissue ingrowth was consistently observed in the upper
third of the intra-articular part of the artiﬁcial ligament
(in which no tissue could indeed be counted on as
a source of cells), it may not be adequate for ligament
A
B
Fig 6. Ratios between artiﬁcial and corresponding contralat-
eral native ligament for anterior drawer test (A) and pullout
test (B).
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replacement. In fact, many authors point out the
importance of the adjunction of cells to the scaffold to
promote cell-mediated tissue regeneration for ligament
tissue engineering purposes.6
In this study the mechanical properties of recon-
structed knees remained inferior to those of intact,
unoperated, contralateral knees, which showed better
failure loads and inferior anterior drawer laxity.
The loading direction in our study was performed in
line with the interference screws, thus simulating
a worst-case scenario. Such an experimental design
allowed testing of ligament-to-bone ﬁxation and of the
intra-articular portion of the ligament, with failure
occurring at the level of the weakest part of the
reconstruction. At 3 months, all intact ligaments failed
by the ligament sliding from one of the bone tunnels,
suggesting thatdprovided that no wear was
presentdthe ligament-to-bone ﬁxation was the weak-
est link of the reconstruction in the early postoperative
period. This is in agreement with reports that, in
humans and animals, ﬁxation of autologous grafts is
a weak link in the rehabilitation process.18,19 Twelve
months postoperatively, half of the knees with intact
ligaments failed by slippage of the ligament from the
bone tunnels. These results show that, although the
ligament-to-bone ﬁxation improved over time, it
remained the weakest part of the reconstruction 12
months postoperatively in 50% of the specimens.
Moreover, failure in tension was highly variable, with
most of the failures occurring from 10% to 25% of
normal anatomy.
Wear is an important issue to address when evalu-
ating an artiﬁcial ligament because it leads to ﬁber
disruption and potentially to ligament failure. In this
study worn artiﬁcial ligaments indeed exhibited
signiﬁcantly inferior tension failure loads than did
intact ligaments, and failure during tension loading
always occurred at the level of the disrupted ﬁbers.
The intra-articular portion of the LARS AC was
designed to facilitate even tensioning of the graft ﬁbers
during knee movement and aims to prevent the ﬁber
breakdown that was previously seen in grafts made
from woven materials.20 Wear of artiﬁcial ligaments
was observed in 40% of the knees explanted in this
study, which compares favorably with former studies
of a similar model in sheep in which either Gore-Tex
(Gore Inc, Flagstaff, AZ), Aramid prototype Leeds-Keio
(Biomet, South Glamoran, UK), or composite (Poly(L-
lactide) [PLA] and poly(L-lactide-co-glycolide) 90/10
[LG 90/10]) artiﬁcial ligaments were implanted and in
which wear and rupture were observed in 81% to
100% of cases 12 weeks and 6 months post-
operatively.21-23 However, the incidence of wear
observed in our animal model contrasts with the low
incidence reported in the clinical situation. In human
subjects, ruptures of implanted artiﬁcial LARS AC
ligaments have indeed rarely been reported and
seldom occur before 5 years postoperatively. However,
it should be noted that second-look arthroscopy was
not routinely performed in these studies, and rupture
was only documented at the time of revision surgery
in symptomatic patients. In our study none of the
animals in which wear occurred became lame on
a visual scale analysis, indicating that in this animal
model, wear was clinically well tolerated. Although
walking platform gait analysis is needed to deﬁnitively
determine lameness in this animal model, this obser-
vation suggests that wear of the device may start in the
early postoperative period and be present in otherwise
clinically sound subjects. In a clinical retrospective
study, Gore-Tex ligament damage was indeed present
in 38% of cases when routine, second-look arthros-
copy was performed 11 months postoperatively.24
Furthermore, in a 19-year clinical outcome study, of
the 51 patients followed up, 27.5% were found to
have ruptured their PET ligaments.25 However,
improved biocompatibility of the new-generation
ligaments, preservation of sufﬁcient knee stability, and
factors pertaining to the weight-bearing pattern in
quadrupeds, as well as the short follow-up period, may
have accounted for the good clinical functional results
observed in the sheep.
The cause of artiﬁcial ligament wear could not be
determined with certainty in our study. Many factors
such as inappropriate bone tunnel positioning, cyclic
bending of the ligament around sharp bony edges,
friction between ﬁbers, and loss of ﬁxation of the device
can be advocated because this is the case in human
subjects.
Regaining knee stability for a positive long-term
outcome of ACL reconstruction is a critical issue.19
Despite initial postoperative stability, anterior laxity
was observed in all anesthetized animals in our study
as soon as 1 month postoperatively and did not
decrease between 3 and 12 months after implantation.
This ﬁnding was in accordance with a clinical study in
humans in which laxity was found postoperatively in
90% of knees stabilized with a LARS ligament.5
Whether laxity was linked to postoperative slippage
along the interference screws, distension, or partial
rupture of the artiﬁcial ligament could not be estab-
lished with certainty in this study. Yet several obser-
vations suggested that slippage of the ligament
signiﬁcantly contributed to laxity in the animal model
tested: (1) in some specimens, knitted portions of
the artiﬁcial ligament were found in the joint
space 3 months postoperatively; (2) anterior drawer
measurements did not differ among specimens with
worn and intact ligaments; and (3) lengthening of the
LARS AC did not exceed 1.5% after 1,700-N loads
were applied in tension in a former mechanical study
(unpublished data, 2006).
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Limitations
Several limitations of this study need to be discussed.
First, although the anatomic design of human and
sheep knees is very similar, different anatomic char-
acteristics and weight-bearing conditions in sheep
must be taken into account when interpreting our
results: (1) Joint loading does not occur in full exten-
sion in sheepdthe knee remains in over 50 of ﬂexion
during the loaded phase of gait, which increases tibial
thrust.26 (2) The sheep knee has an increased tibial
slope and a narrow intercondylar notch, both of which
are recognized as predisposing factors to ACL
damage.27 (3) Subchondral cancellous bone lamella is
very thin in sheep, which may negatively impact early
ligament ﬁxation with interference screws.19 (4) Bone
tunnel positioning and orientations (which were
established in this study according to recommenda-
tions made for implantations in humans) may not be
optimal in sheep.28 To our knowledge, there are
indeed no data in the literature establishing the
optimal direction and positioning of the bone tunnels
in sheep.29 (5) Finally, animals were left free to
ambulate, allowing early, unrestricted weight bearing,
whereas controlled postoperative rehabilitation is
performed in human subjects. The challenging bio-
mechanical environment in which the ligament was
tested may thus explain the high incidence of wear
observed in this animal study. Second, a 12-month
period allows the evaluation of initial inﬂammatory
response and tissue ingrowth but may not be long
enough for evaluating the long-term impact of wear.
There is indeed real concern that late failure and
iatrogenic osteoarthritis may occur based on the results
with other PET grafts.11 The presence of wear debris
found in some of the explanted joints in our study is
a signiﬁcant concern because these can potentially
generate long-term problems. Thus long-term studies
need to be performed in the future.
Conclusions
This study provides evidence that the LARS AC has
a satisfactory biointegration but that it is not suitable for
ACL replacement if uniform tissue ingrowth is con-
templated. Despite good clinical performance up to 1
year after implantation, none of the reconstructions
approached the mechanical performance of the normal
ACL in the ovine model. Partial tearing of the artiﬁcial
ligament, which led to a signiﬁcant decrease in ultimate
tensile strength, was observed in 40% of cases in the
ovine model.
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